
EnviroTest
Laboratories Inc.

ANALYTICAL REPORT

Job Number: 420-67502-1

Job Description: Village of Tarrytown

For:
Village of Tarrytown
401 Neperan Road

Shaft 10
Tarrytown, NY 10591

Attention: Mr. Steve G Cowles

~--~~
Joyce M Esposito

Senior Customer Service Representative

jesposito@envirotestlaboratories.com

07/01/2013

The test results in this report meet all NELAP requirements unless specified within the case narrative Pursuant to NELAP, this
report may not be reproduced, except in full, without the written approval of the laboratory. EnviroTest Laboratories Inc. certifies that
the analytical results contained herein apply only to the samples tested as received by our laboratory. All questions regarding this
report should be directed to the-EnviroTest Customer Service Representative

EnviroTest Laboratories, Inc. Certifications and Approvals: NELAP Accredited, NYSDOH 10142, NJDEP NY015, CTDOPH PH-0554,
EPA NY00049.

Envirotest Laboratories, Inc.
315 Fullerton Avenue, Newburgh, NY 12550
Tei (845) 562-0890 Fax (845) 562-0841 www.envirotestiaboratories.com
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METHOD SUMMARY

Client: Village of Tarrytown Job Number: 420-67502-1

Descrietion Lab Location Method Preearation Method

Matrix: Water

ICPMS Metals by 200.8
200 Series Drinking Water Prep Determination Step

EnvTest
EnvTest

EPA200.8
EPA200

Lab References:

EnvTest = EnviroTest

Method References:

EPA = US Environmental Protection Agency

EnviroTest Laboratories, Inc.
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SAMPLE SUMMARY

Client: Village of Tarrytown Job Number: 420-67502-1

Lab Sam.e.le10 Client Sam.e.le 10 Client Matrix
OatelTime
Sam.e.led

OatelTime
Received

420-67502-1 Drinking Water 06/21/2013 1759 06/27/2013 1400

EnviroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-67502-1
Village ofTarrytown Lab Sample Id: 420-67502-1
401 Neperan Road Client Matrix: Drinking Water
Shaft 10
Tarrytown, NY 10591 Date Sampled: 06/21/2013 1759

Date Received: 06/27/2013 1400

Clierit Sample 10:

Result/Qualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 295 uglL 1.00 1.00 200.8 06/28/2013 1620 07/01/2013 1058 1.0
Lead <1.00 uglL 1.00 1.00 200.8 06/28/2013 1620 07/01/2013 1058 1.0

EnviroTest Laboratories, Inc.
Page 4 of 7 07/01/2013

shaas02
Text Box
Exemption 6



noz/tO/LO

S~3I.:1I1"nO~NI.l~Od3~ ".1"0

JaYlleno



Definitions and Glossary

Abbreviation These commonly used abbreviations mayor may not be present in this report.

%R

DL,RA,RE

EPA

MDL

Percent Recovery

Indicates a Dilution, Reanalysis or Reextraction.

United States Environmental Protection Agency

Method Detection Limit - an estimate of the minimum amount of a substance that an analytical
process can reliably detect. A MDL is analyte- and matrix-specific and may be
laboratory-dependent.

Not detected at the reporting limit (or MDL if shown).

Quality Control

Reporting Limit - the minimum levels, concentrations, or quantities of a target variable (e.g.,
target analyte) that can be reported with a specified degree of confidence.

ND

QC

RL

RPD Relative Percent Difference - a measure of the relative difference between two points.

EnviroTest Laboratories, Inc.

Page 6 of 7 07/01/2013



CHAIN OF CUSTODYEnviroTest
Laboratories,

REPORT# (Lab Use Only)

Lab Name EnviroTest laboratories
Address & Phone 315 Fullerton Avenue, Newburgh, New York 12550 845-562-0890
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EnviroTest
Laboratories Inc.

ANALYTICAL REPORT

Job Number: 420-68615-1

Job Description: Village of Tarrytown

For:
Village of Tarrytown
401 Neperan Road

Shaft 10
Tarrytown, NY 10591

Attention: Mr. Steve G Cowles

/Yl..,,.~~ kl,+hV~

Designee for

Joyce M Esposito

Senior Customer Service Representative

jesposito@envirotestlaboratories.com

08/09/2013

The test results in this report meet all NELAP requirements unless specified within the case narrative Pursuant to NELAP, this
report may not be reproduced, except in full, without the written approval of the laboratory. EnviroTest Laboratories Inc. certifies that
the analytical results contained herein apply only to the samples tested as received by our laboratory. All questions regarding this
report should be directed to the EnviroTest Customer Service Representative

EnviroTest Laboratories, Inc. Certifications and Approvals: NELAP Accredited, NYSDOH 10142, NJDEP NY015, CTDOPH PH-0554,
EPA NY00049.

Envirotest Laboratories, Inc.
315 Fullerton Avenue, Newburgh, NY 12550
Tel (845) 562-0890 Fax (845) 562-0841 www.envirotestiaboratories.com
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METHOD SUMMARY

Client: Village of Tarrytown Job Number: 420-68615-1

Descrietion Lab Location Method Preearation Method

Matrix: Water

ICPMS Metals by 200.8
200 Series Drinking Water Prep Determination Step

EnvTest
EnvTest

EPA200.8
EPA200

Lab References:

EnvTest = EnviroTest

Method References:

EPA = US Environmental Protection Agency

EnviroTest Laboratories, Inc.
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SAMPLE SUMMARY

Client: Village of Tarrytown Job Number: 420-68615-1

OatelTime OatelTime
Lab Samele 10 Client Samele 10 Client Matrix Sameled Received

420-68615-1 Drinking Water 07/23/2013 0600 08/01/2013 1600
420-68615-2 Drinking Water 07/23/2013 0615 08/01/2013 1600
420-68615-3 Drinking Water 08/01/2013 0600 08/01/2013 1600
420-68615-4 Drinking Water 08/01/2013 0600 08/01/2013 1600

EnvlroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-68615-1
Village of Tarrytown Lab Sample Id: 420-68615-1
401 Neperan Road Client Matrix: Drinking Water
Shaft 10

Date Sampled: 07/23/2013 0600
Tarrytown, NY 10591

Date Received: 08/01/2013 1600

Client Sample 10:

Result/Qualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 266 uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1149 1.0

Lead 4.60 uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1149 1.0

EnviroTest Laboratories, Inc.
Page 4 of 10 08/09/2013
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Mr. Steve G Cowles Job Number: 420-68615-1
Village of Tarrytown Lab Sample Id: 420-68615-2
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Date Sampled: 07/23/2013 0615Tarrytown, NY 10591
Date Received: 08/01/2013 1600

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 186 uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1152 1.0
Lead 1.58 uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1152 1.0

EnviroTest Laboratories, Inc.
Page 5 of 10 08/09/2013
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Mr. Steve G Cowles Job Number: 420-68615-1
Village of Tarrytown Lab Sample Id: 420-68615-3
401 Neperan Road Client Matrix: Drinking Water
Shaft 10
Tarrytown, NY 10591

Date Sampled: 08/01/2013 0600

Date Received: 08/01/2013 1600

Client Sample 10:

Result/Qualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 233 uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1155 1.0

Lead <1.00 uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1155 1.0

EnviroTest Laboratories, Inc.
Page 6 of 10 08/09/2013
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Mr. Steve G Cowles Job Number: 420-68615-1
Village ofTarrytown Lab Sample Id: 420-68615-4
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 08/01/2013 0600

Date Received: 08/01/2013 1600

Client Sample 10:

Result/Qualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 205 uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1158 1.0
Lead 42.0 g uglL 1.00 1.00 200.8 08/05/2013 1100 08/07/2013 1158 1.0

Page 7 of 10 08/09/2013
EnviroTest Laboratories, Inc.
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Client: Village ofTarrytown

Lab Section Qualifier

DATA REPORTING QUALIFIERS

Job Number: 420-68615-1

Descrietion

Metals

EnviroTest Laboratories, Inc.

g Result fails applicable NYS drinking water standards

Page 8 of 10 08/09/2013



Definitions and Glossary

Client: Village of Tarrytown Job Number: 420-68615-1

Abbreviation These commonly used abbreviations mayor may not be present in this report.

%R Percent Recovery

Indicates a Dilution, Reanalysis or Reextraction.

United States Environmental Protection Agency

Method Detection Limit - an estimate of the minimum amount of a substance that an analytical
process can reliably detect. A MDL is analyte- and matrix-specific and may be
laboratory-dependent.

Not detected at the reporting limit (or MDL if shown).

Quality Control

Reporting Limit - the minimum levels, concentrations, or quantities of a target variable (e.g.,
target analyte) that can be reported with a specified degree of confidence.

DL,RA,RE

EPA

MDL

ND

QC

RL

RPD Relative Percent Difference - a measure of the relative difference between two points.

EnviroTest Laboratories, Inc.
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CHAIN OF CUSTODYEnviroTest 'I
Laboratories,Tnc.

REPORT# (Lab Use Only)

Lab Name EnvlroTest Laboratories
Address & Phone 315 Fullerton Avenue, Newburgh, New York 12550 845-562-0890
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EnviroTest
Laboratories Inc.

ANALYTICAL REPORT

Job Number: 420-67276-1

Job Description: Village of Tarrytown

For:
Village of Tarrytown
401 Neperan Road

Shaft 10
Tarrytown, NY 10591

Attention: Mr. Steve G Cowles

~~~

Joyce M Esposito

Senior Customer Service Representative

jesposito@envirotestlaboratories.com

06/25/2013

The test results in this report meet all NELAP requirements unless specified within the case narrative Pursuant to NELAP, this
report may not be reproduced, except in full, without the written approval of the laboratory. EnviroTest Laboratories Inc. certifies that
the analytical results contained herein apply only to the samples tested as received by our laboratory. All questions regarding this
report should be directed to the EnviroTest Customer Service Representative

EnviroTest Laboratories, Inc. Certifications and Approvals: NELAP Accredited, NYSDOH 10142, NJDEP NY015, CTDOPH PH-0554,
EPA NY00049. .

Envirotest Laboratories, Inc.

315 Fullerton Avenue, Newburgh, NY 12550
Tel (845) 562-0890 Fax (845) 562-0841 www.envirotestlaboratories.com

Page 1 of 33
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METHOD SUMMARY

Client: Village of Tarrytown Job Number: 420-67276-1

Descrietion Lab Location Method Preearation Method

Matrix: Water

ICPMS Metals by 200.8
200 Series Drinking Water Prep Determination Step

EnvTest
EnvTest

EPA 200.8
EPA200

Lab References:

EnvTest = EnviroTest

Method References:

EPA = US Environmental Protection Agency

EnviroTest Laboratories, Inc.

Page 2 of 33 96/25/2013



SAMPLE SUMMARY

Client: Village of Tarrytown Job Number: 420-67276-1

OatelTime OatelTime
Lab Sample 10 Client Sample 10 Client Matrix Sampled Received

420-67276-1 Drinking Water 06/18/2013 0950 06/20/2013 1630
420-67276-2 Drinking Water 06/18/2013 0715 06/20/2013 1630
420-67276-3 Drinking Water 06/19/2013 0640 06/20/2013 1630
420-67276-4 Drinking Water 06/19/2013 0730 06/20/2013 1630
420-67276-5 Drinking Water 06/19/2013 0647 06/20/2013 1630
420-67276-6 Drinking Water 06/19/2013 0700 06/20/2013 1630
420-67276-7 Drinking Water 06/19/2013 0700 06/20/2013 1630
420-67276-8 Drinking Water 06/19/2013 0530 06/20/2013 1630
420-67276-9 Drinking Water 06/18/2013 0615 06/20/2013 1630
420-67276-10 Drinking Water 06/19/2013 0800 06/20/2013 1630

•420-67276-11 Drinking Water 06/17/2013 1100 06/20/2013 1630
420-67276-12 Drinking Water 06/19/2013 0600 06/20/2013 1630
420-67276-13 Drinking Water 06/19/2013 0500 06/20/2013 1630
420-67276-14 Drinking Water 06/19/2013 0500 06/20/2013 1630
420-67276-15 Drinking Water 06/17/2013 1300 06/20/2013 1630
420-67276-16 Drinking Water 06/17/2013 1100 06/20/2013 1630
420-67276-17 Drinking Water 06/19/2013 0500 06/20/2013 1630
420-67276-18 Drinking Water 06/19/2013 0530 06/20/2013 1630
420-67276-19 Drinking Water 06/19/2013 0700 06/20/2013 1630
420-67276-20 Drinking Water 06/17/2013 1600 06/20/2013 1630
420-67276-21 Drinking Water 06/20/2013 0830 06/20/2013 1630
420-67276-22 Drinking Water 06/20/2013 0700 06/20/2013 1630
420-67276-23 Drinking Water 06/17/2013 1310 06/20/2013 1630
420-67276-24 Drinking Water 06/19/2013 0600 06/20/2013 1630

EnviroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-1
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/18/2013 0950
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

ResulUQualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 217 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1144 1.0

Lead <1.00 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1144 1.0

EnviroTest Laboratories, Inc. Page 4 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 4'20-67276-2
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 06/18/2013 0715

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 269 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1200 1.0
Lead 12.3 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1200 1.0

EnviroTest Laboratories, Inc.
Page 5 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-3
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/19/2013 0640
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

ResulUQualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 253 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1203 1.0

Lead 1.51 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1203 1.0

EnviroTest Laboratories, Inc. Page 6 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown

Lab Sample Id: 420-67276-4
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 06/19/2013 0730

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 71.5 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1207 1.0
Lead <1.00 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1207 1.0

EnvlroTest Laboratories, Inc.
Page 7 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-5
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/19/2013 0647
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

ResulUQualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 68.5 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1210 1.0

Lead 5.63 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1210 1.0

EnviroTest Laboratories, Inc. Page 8 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-6
401 Neperan Road

Client Matrix: Drinking WaterShaft 10 .
Date Sampled: 06/19/2013 0700Tarrytown, NY 10591
Date Received: 06/20/2013 1630

Client Sample ID:

ResulUQualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 174 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1213 1.0
Lead 2.01 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1213 1.0

EnviroTest Laboratories, Inc.
Page 9 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-7
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/19/2013 0700
Tanrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 137 . uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1230 1.0

Lead 59.4 g uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1230 1.0

EnviroTest Laboratories, Inc. Page 10 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown

Lab Sample Id: 420-67276-8
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 06/19/2013 0530

Date Received: 06/20/2013 1630

Client Sample 10:

Result/Qualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 132 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1234 1.0
Lead <1.00 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1234 1.0

EnviroTest Laboratories, Inc.
Page 11 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-9
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/18/2013 0615
Tanrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample 10:

Result/Qualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 199 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1237 1.0

Lead <1.00 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1237 1.0

EnviroTest Laboratories, Inc.
Page 12 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-10
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 06/19/2013 0800

Date Received: 06/20/2013 1630

Client Sample 10:

ResulUQualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 136 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1240 1.0
Lead 1.29 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1240 1.0

EnviroTest Laboratories, Inc.
Page 13 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-11
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/17/2013 1100
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

ResulUQualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 246 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1243 1.0

Lead 1.03 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1243 1.0

EnvlroTest Laboratories, Inc.
Page 14 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-12
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 06/19/2013 0600

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 46.6 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1247 1.0
Lead 2.82 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1247 1.0

EnviroTest Laboratories, Inc.
Page 15 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-13
401 Neperan Road Client Matrix: Drinking Water
Shaft 10

Date Sampled: 06/19/2013 0500
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 187 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1250 1.0

Lead 16.1 g uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1250 1.0

EnviroTest Laboratories, Inc. Page 16 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-14
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 06/19/2013 0500

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 67.1 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1253 1.0
Lead 1.53 uglL 1.00 1.00 200 -.8 06/21/2013 1150 06/24/2013 1253 1.0

EnviroTest Laboratories, Inc.
Page 17 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-15
401 Neperan Road Client Matrix: Drinking Water
Shaft 10

Date Sampled: 06/17/2013 1300
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 46.1 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1256 1.0

Lead <1.00 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1256 1.0

EnviroTest Laboratories, Inc.
Page 18 of 33 06/25/2013
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-16
401 Neperan Road

,
Client Matrix: Drinking WaterShaft 10
Date Sampled: 06/17/2013 1100Tarrytown, NY 10591
Date Received: 06/20/2013 1630

Client Sample ID:

ResulUQualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 232 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1300 1.0
Lead 5.48 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1300 1.0

EnviroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-17
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/19/2013 0500
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 408 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1317 1.0

Lead 4.03 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1317 1.0

EnviroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown

Lab Sample Id: 420-67276-18401 Neperan Road
Client Matrix: Drinking WaterShaft 10
Date Sampled: 06/19/2013 0530Tarrytown, NY 10591
Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 160 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1320 1.0
Lead <1.00 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1320 1.0

EnviroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-19
401 Neperan Road Client Matrix: Drinking Water
Shaft 10 Date Sampled: 06/19/2013 0700
Tarrytown, NY 10591

Date Received: 06/20/2013 1630

Client Sample 10:

ResulUQualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 236 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1324 1.0

Lead <1.00 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1324 1.0
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown Lab Sample Id: 420-67276-20
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 0611712013 1600

Date Received: 06/20/2013 1630

Client Sample ID:

ResulUQualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 299 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1327 1.0
Lead 3.28 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1327 1.0

EnviroTest Laboratories, Inc.
Page 23 of 33 06/25/2013

shaas02
Text Box
Exemption 6



Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-21
401 Neperan Road Client Matrix: Drinking Water
Shaft 10
Tarrytown, NY 10591

Date Sampled: 06/20/2013 0830

Date Received: 06/20/2013 1630

Client Sample 10:

Result/Qualifier Unit RL MOL Method Date Prepared Date Analyzed Dilution

METALS
Copper 377 uglL 1.00 1.00 200.8 06/24/2013 1027 06/25/2013 1011 1.0

Lead 27.3 g uglL 1.00 1.00 200.8 06/24/2013 1027 06/25/2013 1011 1.0
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Mr. Steve G Cowles Job Number: 420-67276-1
Village of Tarrytown

Lab Sample Id: 420-67276-22401 Neperan Road
Client Matrix: Drinking WaterShaft 10

Tarrytown, NY 10591 Date Sampled: 06/20/2013 0700

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 257 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1340 1.0
Lead <1.00 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1340 1.0

EnviroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown Lab Sample Id: 420-67276-23
401 Neperan Road Client Matrix: Drinking Water
Shaft 10
Tarrytown, NY 10591

Date Sampled: 06/17/2013 1310

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 127 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1343 1.0

Lead <1.00 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1343 1.0

EnviroTest Laboratories, Inc.
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Mr. Steve G Cowles Job Number: 420-67276-1
Village ofTarrytown

Lab Sample Id: 420-67276-24
401 Neperan Road

Client Matrix: Drinking WaterShaft 10
Tarrytown, NY 10591 Date Sampled: 06/19/2013 0600

Date Received: 06/20/2013 1630

Client Sample ID:

Result/Qualifier Unit RL MDL Method Date Prepared Date Analyzed Dilution

METALS
Copper 255 uglL 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1346 1.0
Lead <1.00 ug/L 1.00 1.00 200.8 06/21/2013 1150 06/24/2013 1346 1.0

EnviroTest Laboratories, Inc.
Page 27 of 33 06/25/2013

shaas02
Text Box
Exemption 6



Client: Village of Tarrytown

Lab Section Qualifier

DATA REPORTING QUALIFIERS

Job Number: 420-67276-1

Descrietion

Metals

EnviroTest Laboratories, Inc.

g Result fails applicable NYS drinking water standards
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Definitions and Glossary

Client: Village of Tarrytown Job Number: 420-67276-1

Abbreviation These commonly used abbreviations mayor may not be present in this report.

%R Percent Recovery

Indicates a Dilution, Reanalysis or Reextraction.

United States Environmental Protection Agency

Method Detection Limit - an estimate of the minimum amount of a substance that an analytical
process can reliably detect. A MDL is analyte- and matrix-specific and may be
laboratory-dependent.

,Not detected at the reporting limit (or MDL if shown).

Quality Control

Reporting Limit - the minimum levels, concentrations, or quantities of a target variable (e.g.,
target analyte) that can be reported with a specified degree of confidence.

Relative Percent Difference - a measure of the relative difference between two points.

DL, RA, RE

EPA

MDL

ND

QC

RL

RPD

EnviroTest Laboratories, Inc.

Page 29 of 33 06/25/2013



,
Lab Name EnviroTest Laboratories
Address & Phone 315 Fullerton Avenue. Newburgh. New York 12550 845-562-0890

CHAIN OF CUSTODY . REPoAT# (Lab Use Only)EnviroTest II
Laboratories,Tnc.

E u
j ., - e Ii•• ., u

I~
c( .!! ., E .,- ....•

Q. l ••0 E on .!!N'11= co E ~ Q.

E on s E ~co N.. N :il
N

I ..

M
M

M
M
o
N<,
U'I
N<,
\D
o

'1-1
o
o
M

Q)

~p.,

shaas02
Text Box
Exemption 6



, CHAIN OF CUSTODYEnviroTestB
Laboratories,Tnc. Lab Name EnvlroTest Labol'lltorle.

Address& Phone 315 Fullerton Avenue. Newburgh. New York 12550845-562-0890
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,
Lab Nam·e EnvlroTest Laboratories
Address & Phone 315 Fullerton Avenue, NeWburgh, New York 12550 845-562-0890

·CHAIN OF CUSTODY . REPORT# (lab Use Only)EnviroTest III
Laboratories,Tnc.
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, CHAIN OF CUSTODYEnviroTest II
Laboratories,Tnc. LabName EnviroTest Laboratories

Address & Phone 315Fullerton Avenue, Newburgh, New York 12550845.562~890.
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